CATHETER CLAMP SLEEVE CATHETER CLAMP SLEEVE

1. After tunneling, slide clamp sleeve over catheter lumen. 1. After tunneling, slide clamp sleeve over catheter lumen.
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2. Install clamp over clamp sleeve. 2. Install clamp over clamp sleeve.

3. Install adapter according to supplied Instructions for Use. 3. Install adapter according to supplied Instructions for Use.

FOR BEST RESULTS, MOVE POSITION OF CLAMP PERIODICALLY. FOR BEST RESULTS, MOVE POSITION OF CLAMP PERIODICALLY.



WARNINGS:

o Federal Law (USA) restricts the device to sale by or on the order of a
physician.

o Product is sterile in unopened, undamaged package. Sterilized by
ethylene oxide. [STERILE[EO]

o Single use only. DO NOT RE-USE. Re-use may lead to infection or
illness/injury. &)

o Do not use if package is damaged.

o Do not resterilize.

Note: Discard biohazard according to facility protocol.

WARRANTY

Medcomp® WARRANTS THAT THIS PRODUCT WAS MANUFACTURED ACCORDING TO APPLICABLE
STANDARDS AND SPECIFICATIONS, PATIENT CONDITION, CLINICAL TREATMENT, AND PRODUCT
MAINTENANCE MAY EFFECT THE PERFORMANCE OF THIS PRODUCT. USE OF THIS PRODUCT SHOULD

BE IN ACCORDANCE WITH THE INSTRUCTIONS PROVIDED AND AS DIRECTED BY THE PRESCRIBING PHYSICIAN.

Because of continuing product improvement, prices, specifications, and model availability are subject to change
without notice. Medcomp® reservest he right to modify its products or contents without notice.

Medcomp® is a registered trademark of Medical Components, Inc.
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[TERILEED) Sterilized Using Ethylene Oxide

I:E Consult Instructions for Use

Caution, consult Accompanying Documents

o
IS
E 5

*This symbol is in accordance with ISO 15223-1.
#¥% FDA guidance Use of Symbols in Labeling.
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WARNINGS:

o Federal Law (USA) restricts the device to sale by or on the order of a
physician.

o Product is sterile in unopened, undamaged package. Sterilized by
ethylene oxide.[STERILE[EO]

o Single use only. DO NOT RE-USE. Re-use may lead to infection or
illness/injury.

o Do not use if package is damaged.

o Do not resterilize.

Note: Discard biohazard according to facility protocol.
WARRANTY

Medcomp® WARRANTS THAT THIS PRODUCT WAS MANUFACTURED ACCORDING TO APPLICABLE
STANDARDS AND SPECIFICATIONS, PATIENT CONDITION, CLINICAL TREATMENT, AND PRODUCT
MAINTENANCE MAY EFFECT THE PERFORMANCE OF THIS PRODUCT. USE OF THIS PRODUCT SHOULD
BE IN ACCORDANCE WITH THE INSTRUCTIONS PROVIDED AND AS DIRECTED BY THE PRESCRIBING
PHYSICIAN.

Because of continuing product improvement, prices, specifications, and model availability are subject to change
without notice. Medcomp® reservest he right to modify its products or contents without notice.

Medcomp® is a registered trademark of Medical Components, Inc.
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Caution, consult Accompanying Documents

*This symbol is in accordance with ISO 15223-1.
*¥% FDA guidance Use of Symbols in Labeling.
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